PRACTICAL METROLOGICAL ASPECTS OF NEUTRON PERSONAL DOSIMETRY.
This article addresses practical issues as being faced in the process of testing, verification and calibration of passive and active personal neutron dosemeters. Namely, a limited choice of neutron sources and geometric limitations occurring when ISO water phantom is used. The requirements of international standards for personal neutron dosemeters and the possibilities to fulfil them are discussed briefly.